[Dermatography. An effective method for pacemaker marking after spinal cord injuries and implantation of a Brindley stimulator for neurogenic bladder].
In our department, two spinal cord lesion patients suffering from neurogenic bladder dysfunction were selected for the implantation of a Brindley stimulator, as they could not be managed by conservative treatment. Accurate positioning of the external transmitter block over the subcutaneous receiver block, which is essential for the Brindley stimulator to function correctly, posed problems for the relatives who had to apply the external transmitter. In order to facilitate positioning, dermatography was used to mark the exact spot where the external transmitter should be placed. A 3-year follow-up showed that this marking solved the problem completely and that recurrent urinary tract infections stopped.